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Background
CMR R2* is the gold standard for monitoring cardiac iron
overload in patients with hemoglobinopathies. The R2*
value is obtained by fitting the signal at different echo
times (TEs) to an appropriate decay model. Patients with
heavy cardiac iron burden (R2*>100 Hz) exhibit rapid
signal, leading to a plateau in the later images. Two
approaches have been used to address this. The first one
(truncation model) consists in discarding the late “plateau”
points and fitting the remaining ones with a single expo-
nential model. The second approach is to fit the signal to
an exponential decay plus a constant offset (Exp-C).
We aimed to determine whether systematic differences
were present between R2* values obtained with these two
approaches.
Methods
Single-center cohorts were used to compare black blood
and bright sequences separately and a multi-center
cohort of mixed bright and black blood studies was used
to compare robustness and generalizability of the com-
parison. The R2* value within a region of interest (ROI)
drawn in mid-ventricular septum was assessed using
each of the two methods in turn. Truncated exponential
estimates were calculated with CMRTools that uses a
region-based approach (R2*CMRTools). Exp-C estimates
were calculated using a rapid pseudo-pixelwise (PPW)
implementation written in MATLAB. The mean and the
median (R2*PPW-mean and R2*PPW-median) from the
R2* distribution were obtained. To distinguish whether
differences in measured R2* values resulted from the
underlying fitting model or from the use of a PPW rather
than a region-based approach, we performed Exp-C fits
to a single ROI (R2*PPW-ROI_based).
Results
Table 1 shows the results for the two methods. No differ-
ences could be distinguished based upon whether a white
or black blood sequence was examined. The two fitting
algorithms gave similar R2* values, with R-squared values
exceeding 0.997 and CoV of 3-4%. Results using the
PPW method yielded a small systematic bias that became
apparent in patients with severe iron deposition. This dis-
parity disappeared when Exp+C fitting was used on a sin-
gle ROI suggesting that the use of pixelwise mapping was
responsible for 3% bias. In the multicenter cohort the
strong agreement between R2* values obtained with the
two approaches was reconfirmed.
Conclusions
Cardiac R2* values are independent of the signal model
used for its calculation over clinically relevant ranges;
pixelwise fitting generate insignificantly greater R2* esti-
mates at high iron concentrations. The overall variability
between the techniques is exceeding small allowing clini-
cians to compare results with confidence.
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Table 1
Paired t-test Regression Analysis Bland Altman CoV
(%)










a) First single-center cohort: black blood images (N=42)






















0.336 1.058± 0.512 0.998 0.7 -4.1 to 5.5 3.66
b) Second single-center cohort: bright blood images (N=70)




















0.002 -0.245±0.247 0.999 0.4 -2.3 to 3.0 2.06
c) Multi-center cohort (N=62)




















0.131 0.681±0.352 0.997 0.2 -2.3 to 2.7 2.07
Meloni et al. Journal of Cardiovascular Magnetic
Resonance 2013, 15(Suppl 1):P76
http://www.jcmr-online.com/content/15/S1/P76
Page 2 of 2
